First investigation of a novel 2D position-sensitive semiconductor
  detector concept by Bassignana, D. et al.
Preprint typeset in JINST style - HYPER VERSION
First investigation of a novel 2D position-sensitive
semiconductor detector concept
D.Bassignanaa∗, M.Fernandezb, R.Jaramillob, M.Lozanoa, F.J.Munozb, G.Pellegrinia,
D.Quiriona, I.Vilab
a Centro Nacional de Microelectrónica (IMB-CNM,CSIC),
Campus Univ. Autónoma de Barcelona
08193 Bellaterra, Barcelona (Spain)
b Instituto de Física de Cantabria IFCA (CSIC,UC),
Edificio Juan Jordá, Avenida de los Castros, s/n
E-39005 Santander (Spain)
E-mail: daniela.bassignana@imb-cnm.csic.es
ABSTRACT: This paper presents a first study of the performance of a novel 2D position-sensitive
microstrip detector, where the resistive charge division method was implemented by replacing the
metallic electrodes with resistive electrodes made of polycrystalline silicon. A characterization of
two proof-of-concept prototypes with different values of the electrode resistivity was carried out
using a pulsed Near Infra-Red laser. The experimental data were compared with the electrical
simulation of the sensor equivalent circuit coupled to simple electronics readout circuits. The
good agreement between experimental and simulation results establishes the soundness of resistive
charge division method in silicon microstrip sensors and validates the developed simulation as a
tool for the optimization of future sensor prototypes. Spatial resolution in the strip length direction
depends on the ionizing event position. The average value obtained from the protype analysis is
close to 1.2% of the strip length for a 6 MIP signal.
KEYWORDS: resistive charge division, 2D position sensitive detectors, silicon microstrip
detectors, tracking detectors, poly-silicon electrodes.
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1. Introduction
In the last 30 years, semiconductor sensors have been object of great interest as position-sensitive
detectors. Many devices have been developed in order to obtain two coordinates of an ionizing
event using double-sided processing (double-sided microstrip detectors and drift detectors) or im-
plementing a complex readout system with a large number of electronic channels (pixel detectors).
In this paper a different approach is proposed: a new microstrip single-sided detector that provides
2D position measurements based on the well established resistive charge division method.
The resistive charge division method has been frequently used in gaseous detectors with re-
sistive anodes [1] and studied for silicon pad detectors [2], but it has never been implemented in
actual semiconductor microstrip detectors. Radeka, in his seminal paper [3], formulated for the
first time the basic characteristics of the charge-division concept for resistive electrodes. One of
the main conclusions of this study is the fact that the position resolution -assuming a readout elec-
tronics with optimal shaping time- is determined only by the electrode capacitance and not by the
electrode resistance.
Recently, the use of the charge-division method in very long microstrip sensors -several tens
of centimeters- has been proposed as a possible tracking technology for the International Linear
Collider detector concepts. Along this application line, the behaviour of a detector equivalent RC
network implemented in a PC board was used for the benchmarking of a SPICE electronic circuit
simulation [4]. The PC board was populated with discrete components with electrical specifications
matching the main electrical parameters of such long microstrip detector DC coupled to the readout
electronics. The simulation, supported by the RC network measurements, confirmed the overall
validity of Radeka’s formulation on resistive charge-division.
In this paper, a novel microstrip detector concept is introduced, where the resistive electrodes
(light yellow structure in figure 1 (a) and (b)) are made of a thin layer of highly doped polycrys-
talline silicon. This original approach decouples the resistive electrodes from the detector diode
– 1 –
structure (determining the charge collection) through a coupling capacitance (gray layer in figure 1
(b)). In this way, we can easily manufacture AC coupled p+-on-n or n+-on-p detectors, more con-
venient for the case of high radiation environments. The field of application of this device expands
beyond the nuclear or particle physics tracking applications, reaching other possible areas as laser-
based position sensitive devices, heavy ion and other highly-ionizing particle detector, Compton
cameras, medical imaging, etc.
The goal of this investigation is to demonstrate the feasibility of the resistive charge division
concept in a full-fledged microstrip detector. We are presenting the first results on the reconstruc-
tion of the hit position along the strip direction using the proof-of-concept prototypes, without any
dedicated effort yet to the conventional reconstruction of the transverse coordinate. The experi-
mental method used to this purpose was the study of the output signals under a longitudinal scan
of a strip, carried out with an infrared laser beam.
2. Resistive charge division in microstrip detectors
2.1 Effect of the resistive readout electrodes on the detector response
(a) (b)
Figure 1. Schematic top view of the novel detector (a) and lateral cross-section of the central strip (b)(not to scale). It
is possible to distinguish the aluminum elements in blue and the resistive electrodes on the strips (light yellow regions).
The aluminum pads are connected each one to a channel of the read-out electronics (two for each strip). When an
ionizing particle crosses the detector, different signals (S1 and S2) are read by the opposite electronic channels. The X
coordinate of the event can be reconstructed using the center of gravity method, whereas the Y coordinate is reconstructed
comparing the signal amplitudes at the ends of strips.
In a conventional microstrip detector the metal contacts of the strips extend over almost all the
length of the implants and are connected each one to a read-out channel. When an ionizing particle
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crosses the detector, the propagation of the induced signal along the coupling electrode does not
suffer significant attenuation, i.e., the signal amplitude does not depend on the particle impinging
point along the electrode direction. When using, instead of metal alloy, a resistive coupling elec-
trode equipped with metal contacts at its ends, the signal undergoes significant attenuation during
its propagation towards the electronics contacts. The longer the propagation length, the larger the
signal attenuation. In this way, a conventionally manufactured single-sided microstrip sensor can
provide the two-dimensional coordinates of the particle impinging point; the transverse coordinate
derived from the usual electrode segmentation [5] and the longitudinal coordinate determined by
relating signal amplitude at both ends of the electrode.
The resistive electrode represents a diffusive RC line, in which a current pulse undergoes not
only an amplitude attenuation but also an increase of the rise time the further it travels. Using
readout electronics characterized by a short -compared to the RC constant of the line- shaping
time, this translates into a non constant signal ballistic deficit. Increasing the electrode resistance
also increases the readout serial noise contribution. Both the ballistic deficit and the serial noise
can be reduced increasing the shaper peaking time; however, a longer peaking time increases the
parallel readout noise contribution. In reference [3], Radeka derived the optimal peaking time
for a resistive charge division configuration, under the assumption of high electrode resistance
compared to the amplifier impedance and long amplifier peaking time compared to input signal
rise times. He concluded that the position resolution achieved with the resistive charge division
method should be independent of the electrode resistance, depending only on detector capacitance
and signal amplitude.
Under these assumptions, we expect a linear dependence between the longitudinal coordinate
of the particle position and the fractional signal amplitude read from one side of the strip. The
actual functional form (following figure 1 notation with A1 and A2 the amplitudes of S1 and S2
respectively) is given by equation 2.1:
y = L× A2
A1 +A2
(2.1)
2.2 Proof-of-concept prototype: specifications and expected performance
The resistive charge-division proof-of-concept prototypes studied here are AC coupled microstrip
detectors with the upper electrodes of the coupling capacitor made of polycrystalline silicon. Fig-
ure 2 shows a picture of the actual prototype attached to the sensor carrier. Two prototypes with
different electrode resistivities were fabricated at the IMB-CNM clean room facilities in Barcelona
[6] using the conventional technology for single-sided p+-on-n, AC coupled, silicon microstrip de-
tectors. A standard reference sensor and several electrical test structures [7] were included in each
wafer of the fabrication run that allowed a more direct measurement of the electrical parameters of
the new sensors.
Each detector consists of 384 p+ strips (20 µm wide) with a pitch of 80 µm on a (285±15) µm
thick n-type substrate. The resistive electrodes have a total length of 2 cm with linear resistance
R/l=2.8 Ω/µm for one of the devices and R/l=12.2 Ω/µm for the other. The detectors have
been electrically characterized in the IMB-CNM laboratories with the use of a Cascade Microtech
probe station, two Keithley 2410 Source/Meters and an Agilent 4284A LCR Meter. The results
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Figure 2. Picture of one of the detectors mounted in the PCB sensor carrier. The two Beetle chips are indicated by the
white circles. Each one is connected to one side of 128 consecutive strips of the detector in order to provide double-sided
readout.
are consistent with the ones of the standard microstrip detectors. The measured values are listed in
table 1.
Table 1. Electrical characterization: measured values of the polycrystalline silicon electrode resistance, depletion
voltage, breakdown voltage, bias resistance, interstrip resistance, interstrip capacitance and coupling capacitance.
electrode resistance Vdep [V] Vbd [V] Rbias [MΩ] Rint Cint [pF/cm] CAC [pF/cm]
2.8 Ω/µm 20 >300 4 >GΩ 0.46 182
12.2 Ω/µm 20 >400 2.41 >GΩ 0.46 182
For our study, no dedicated analog signal processing electronics was built and therefore the
front-end filtering of the signal was not optimized according to Radeka’s conclusions. As it will
be explained in more detail in the following section, we have used the ALIBAVA DAQ system
[8] developed within the framework of the CERN RD50 collaboration. The analog front-end of
the ALIBAVA system is based on the Beetle chip [9] used for the microstrip sensor readout of the
silicon tracking subsystem of the LHCb experiment at LHC; consequently, the analog front-end
shaper peaking time is set around 25 ns.
We have developed a SPICE-like model of each prototype and of the readout electronics in
order to clarify the possible effect of the non-optimal shaping time on the linearity of the equation
2.1, studying the response of the detector to a simulated current pulse injected at different points
along the strip length.
Starting from the work presented in reference [10] we developed the model of our detectors
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Figure 3. Schematics of one of the 80 cells used to model the detector. Each one represents a portion (250 µm long)
of five consecutive strips including the main electrical parameters like the coupling capacitance (CAC), the substrate
resistance and capacitance (Rsub and Csub), the p+implant resistance (Rimpl) and the resistance of the resistive electrode
(Rel). In the simulation a current pulse has been induced at different nodes along the central strip implant.
Figure 4. Schematics of the front-end electronics modeled for the simulation.
built with standard components from the AnalogLib library of Virtuoso Spectre by Cadence [11].
A portion of the detector including five consecutive strips is modeled by a periodic structure com-
posed of 80 cells, each one corresponding to a transverse section (250 µm long) of the strips. The
unit cell is a complex chain of capacitances and resistors representing the main electrical char-
acteristics of the device as the substrate resistance and capacitance (Rsub and Csub), the interstrip
resistance and capacitance (Rint and Cint), the p+implant resistance (Rimpl), the coupling capaci-
tance (CAC) and the resistance of the resistive upper electrode (Rel). In figure 3 the schematic of
the unit cell is shown. The values of the circuital elements have been determined from the ones
measured during the electrical characterization of the detectors in full depletion (Vbias=40V) and of
the test structures. These values are listed in table 2.
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Table 2. List of the values of the model parameters. Detector on the left, readout electronics on the right.
Rel 350 Ω or 1525 Ω R f p 300 MΩ
Rimpl 718 Ω C f p 1pF
CAC 4.7 pF Cd = Ci 25pF
Csub 8.6 fF Rd = Ri 1 kΩ
Rsub 20000 GΩ R1 1 kΩ
Rint 15 GΩ R2 1 kΩ
Cint 11.5 fF Rt 1 MΩ
Figure 5. Simulated input signal.
The shape of the injected current is shown in figure 5. It is characterized by a rise time of 2 ns
and total integrated charge around 4 fC. The rise time of the diode laser we have used for our study
is around 2 ns (measured with a high bandwidth photodiode), similar to the simulated one. The
model of the read-out electronics connected to the ends of each strip consists in a generic charge
sensitive preamplifier followed by a CR-RC filter, whose peaking time matches that of the Beetle
chip. The front-end schematics is shown in figure 4 and the parameter values are listed in table 2.
The signal generator was connected to different points along the implant of the central strip
with a step of 2 mm and the shapes of the current pulses, propagated to the entrance of the opposite
charge-sensitive preamplifiers, have been recorded as well as the output response of the shapers.
The current pulse read at the entrance of the preamplifier connected to the first cell of the strip
(corresponding to the position 0 mm) is shown in figure 6 for each injection point and for both
prototypes. As expected, the simulation confirms that the further the pulse travels the more its
amplitude decreases and its rise time increases and stronger effects can be observed for higher
values of the electrode resistance.
The dependence of the response linearity on the resistance is clearly seen in figure 7. Accord-
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(a) (b)
Figure 6. Attenuation of the signal read at the entrance of the amplifier connected to the strip end in the corresponding
position 0 mm. The results are shown for different positions of the pulse generator along the strip for R/l=2.8Ω/µm (a)
and R/l=12.2 Ω/µm (b).
(a) (b)
Figure 7. Simulated fractional position against the actual one for both values of the electrode linear resistance: R/
l=2.8Ω/µm and R/l=12.2Ω/µm (a). The values have been compared to the linear prediction (green line). The residual
plot (b) shows that for a peaking time of the analog front-end electronics equal to 25 ns, the linearity of the response of
the detector suffers higher degradation for higher values of the electrode resistance.
ing to equation 2.1, with A1 and A2 the amplitudes of the signal read at the output of the front-end
electronics connected to the first and the last cells of the central strip respectively, the derived frac-
tional position (A2/(A1 + A2)) versus the injection point (y/L) of current signal is shown. The
data related to the more resistive prototype reveal a clear separation (larger residuals spread) from
the ideal values due to the ballistic deficit whose effect increases with the distance covered by the
signal from the point of generation. It is worth to note also that in the case of the low resistivity
prototype, even for the more attenuated pulse, the rise time is around 10 ns, still only at 40% of the
Beetle peaking time. Therefore the effect of the ballistic deficit in this sensor is highly suppressed.
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3. Laser characterization of proof-of-concept prototypes
3.1 Experimental setup
Each sensor was mounted in a dedicated PCB sensor carrier and read out using an ALIBAVA DAQ
system. The ALIBAVA is a DAQ system for the readout of microstrip sensors based on the Beetle
analog readout ASIC. The Beetle integrates 128 pipelined channels with low-noise charge-sensitive
preamplifiers and shapers with a peaking time of about 25 ns. Each detector board has two Beetle
chips, each one bonded to one side of 128 strips of the sensor like in figure2.
Figure 8. Experimental setup. The micro focusing optical head mounted on the 3D axes stage is placed a few millime-
ters upon the detector board.
The characterization test-stand allows for the precise injection of laser pulses along the mi-
crostrip direction (see figure 8). We used a pulsed distributed-feedback diode laser driven in a
constant optical power mode and thermally stabilized. The laser output is coupled to a monomode
optical fiber which feeds an inline fiber optic splitter: the first splitter output fiber is connected to
a large bandwidth (2 Ghz) reference photodiode whose output signal is recorded in a digital scope
to monitor the laser pulse trace; the second splitter output fiber feeds a microfocusing optical head
illuminating the sensor. The microfocusing optical head was moved by a 3D axes stage with a dis-
placement accuracy better than 10 µm for all the axes. The laser is focused in such a way that the
beam waist is at the sensor front plane; the beam intensity profile at the beam waist is a Gaussian
with a sigma of 5 µm. The laser wavelength is centered at 1060 nm and the laser rise time, as
measured by the reference photodiode, is 2 ns.
Comparing the signal amplitudes obtained with the laser pulses and the signal amplitudes
obtained using a 90Sr beta source, we estimated that the charge ionized by the laser pulse used
during the sensor characterization is roughly equivalent to six times the most probable charge
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ionized by a minimum ionizing particle (MIP). The pulse optical power was adjusted using inline
optical fiber attenuators and by tweaking the working parameters of the laser driver.
3.2 Results and discussion
For each detector, we performed a longitudinal scan moving the focused beam spot along the mid-
line of a polysilicon electrode -contrary to aluminum, polycrystalline silicon is transparent to IR
light. We scanned the whole electrode length (20 mm) with a scanning step of 2 mm, reconstruct-
ing, for each position, the pulse shape at the output of the front-end electronics shaper stage.
(a) (b)
Figure 9. Reconstruction of the pulse shape of the signal S1 when the laser is 6 mm far from the contact pad along
the scanned strip. The electrode linear resistance is R/l=2.8 Ω/µm (a). For each time delay 20000 events have been
recorded and the mean value of the signal has been extrapolated by fitting a Gaussian function to the data. As an example
of this procedure the particular case of time delay = 200 ns is shown on the right (b).
The ALIBAVA DAQ system does not allow to record the whole shape of the analog signal. On
the other hand it allows to reconstruct it thanks to a particular feature that permits to change the
value of the delay between the trigger time (synchronous with the laser pulse) and the acquisition
time (specifying the instant at which the shaper output is sampled) [8]. Setting different delays
in steps of 5 ns from 170 to 300 ns (see figure 9 (a)), we recorded 20000 events for each time
delay and we found the amplitude of their distributions by fitting a Gaussian function (figure 9 (b))
obtaining a strong suppression of the statistical error. The amplitudes of the reconstructed pulses
have been accurately extrapolated by fitting a Gaussian function to the peak region. These values
have been used for the calculation of the fractional position defined by equation 2.1.
Figure 10 shows, for both sensors, the measured fractional position of the laser spot against
the position given by the displacement of the micrometric stage. The comparison with the ideal
linear behavior given by equation 2.1 is shown as well as the comparison with the simulation data.
We observe the degradation of the linearity of the detector response due to the systematic error
introduced by the non-constant ballistic deficit: the higher the value of the electrode resistivity, the
deeper the discrepancy between the data and the expected values. At this stage, before any noise
considerations (it has been considerably averaged out in the experimental analysis), the simulation
data and the experimental data show a similar systematic behavior. The good agreement between
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(a) (b)
Figure 10. Experimental results compared with the simulation and the ideal case (green line) for both values of the
electrode resistance: R/l = 2.8 Ω/µm (a) and R/l = 12.2 Ω/µm (b).
these results confirms that the electrical simulation reproduces properly the systematic errors due to
a non-optimal shaping time and as a consecuence, this study validates it as an important design tool
for sensor optimization. Actually, in order to meet with different requirements on the strip geome-
try and on the shaping time of the readout electronics, it is possible to tune the electrode resistivity
without affecting the charge collection behaviour of the sensor, as the resistive electrodes are de-
coupled from the diode structure of the sensor. We can also remark how the residuals of the low
Figure 11. Residuals of the experimental results.
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resistive electrode sensor (see figure 11) increase for larger values of the fractional position: this
effect was caused by the existence of a slight misalignment between the stage scanning direction
and the electrode.
Considering the average noise fluctuation registered by the ALIBAVA system for each sensor,
it is possible to estimate the fractional position error for 6 MIP signals, using equation:
σ =
A1A2
(A1 +A2)
2
√(
σA1
A1
)2
+
(
σA2
A2
)2
−2ρ
(
σA1
A1
σA2
A2
)
, (3.1)
with σA1 and σA2 the noise fluctuations of A1 and A2, and the correlation parameter ρ calculated
as follows:
ρ =
< A′1A
′
2 >
(σA′1σA′2)
. (3.2)
Here A′1 and A
′
2 represent the noise excursions with respect to the mean value of the corre-
sponding amplitude and σA′1 and σA′2 are the sigma parameters obtained from the Gaussian fit of
the amplitude distributions.
The σ value is computed for each of the scan points. Figure 12 shows the error dependece
on the position for both the sensors. The σ value strongly depends on the Signal to Noise ratio,
that depends on the total charge created by the ionizing event as well as on its position along the
strip. The mean value of the spatial resolution obtained is 1.1% and 1.2% of total strip length for
the prototype with electrode resistance R/l = 2.8 Ω/µm and R/l = 12.2 Ω/µm respectively.
(a) (b)
Figure 12. Calculated fractional position error for prototype with electrode resistance (a) R/l = 2.8 Ω/µm and (b) R/l
= 12.2 Ω/µm.
4. Conclusions
We have introduced a novel 2D position-sensitive semiconductor detector concept based on the re-
sistive charge-division readout method and manufactured prototypes using the standard technology
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of AC coupled microstrip detectors. The implementation of resistive coupling electrodes allows
to extract the information on the longitudinal coordinate of an ionizing event using the resistive
charge-division method.
Two proof-of-concept prototypes have been produced with strips 20 mm long and with differ-
ent linear resistances of the electrodes: R/l = 2.8Ω/µm and R/l = 12.2Ω/µm. A first investigation
of their performance has been carried out using a Near Infra-Red laser and readout electronics based
on the Beetle ASIC. Results show that the mean spatial resolution for a 6 MIP signal is 225 µm
and 232 µm for the two prototypes respectively.
An electrical simulation of the sensor equivalent circuit -including the amplifying and filter-
ing stages- has been developed and benchmarked against the experimental data. The simulation
allowed to highlight the effects of the propagation of the signal pulse along the dispersive elec-
trodes: the amplitude attenuation and the increase of the peaking time that cause a systematic non
constant ballistic deficit when non optimized front-end electronics is used to read the signal. The
good agreement with the experimental results in reconstructing the fractional position of the signal
generation point validates the electrical simulation as an adequate tool for future sensor optimiza-
tion.
This initial study demonstrates the feasibility of the resistive charge division method in a fully
fledged microstrip sensor with resistive electrodes. Specific studies on detection of minimum ion-
izing particles are in progress to assess its soundness as tracking technology for the future parti-
cle physics experiments; nevertheless, in its current conception, this implementation appears as a
suitable technology for highly ionizing particles as it is the case of neutron monitors based on con-
version layers or other nuclear imaging technologies ranging from Compton cameras to heavy-ion
detection.
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